[Data analysis and quality control in radioimmunoanalysis. II. Evaluation of the internal and external quality in the quantification of pituitary gonadotropins].
The procedures for a systematic evaluation of the quality control of radioimmunoassay in general were described previously. In this report we present the parameters of quality control and their application to the radioimmunoassay (RIA) of pituitary gonadotrophic hormones, luteinizing hormone (LH) and follicle stimulating hormone (FSH) in serum. We present the results obtained in the intra-assay variation for the measurement of the pituitary gonadotrophic hormones in serum (LH and FSH) from 1983 to 1989. The results on bias and the inter-laboratory assessment through an external quality control scheme during the same period are also presented.